Introduction {#Sec1}
============

The endovascular neural interface, known as the Stentrode^TM^, provides a minimally-invasive method for recording brain signals and, potentially, stimulating cortical tissue without the need for risky, open-brain surgery^[@CR1]^. Methods to achieve endovascular brain recordings have progressed significantly from the earliest use of a wire in a cerebral blood vessel^[@CR2]^, to a catheter mounted device^[@CR3],[@CR4]^ and recently to the development of the Stentrode device^[@CR1],[@CR5]^. Chronically-implantable endovascular devices are a promising method to achieve brain recordings without the need for craniotomy.

The minimally-invasive nature of implantation makes the endovascular (EV) approach desirable for use as a brain-machine interface (BMI). Previous applications of BMI based on cortical surface brain recording have used subdural (SD) arrays, which are placed under the dura, or epidural (ED) arrays, which are placed above the dura^[@CR6]--[@CR13]^. Despite many successful studies^[@CR9],[@CR14]--[@CR16]^, SD and ED devices require a craniotomy for implantation and are associated with a risk of infection, surgical complications, and mortality^[@CR17]^. The EV array avoids the use of a craniotomy while still recording surface potentials from the brain. However, the clinical significance, quality, and efficacy of signals recorded is not clearly understood.

EV neural interfaces are delivered to the target area via cortical blood vessels using concentric catheters^[@CR1],[@CR3]--[@CR5],[@CR18]--[@CR26]^. Studies have shown that neural signals can be recorded from microwires, catheter mounted electrodes, wire mounted electrodes, or stent mounted electrodes. A thorough review of endovascular technology was provided by Sefcik *et al*.^[@CR5]^. The first EV neural interface consisted of a 0.6 mm electrode mounted on a guidewire tip^[@CR2]^. This was followed by several short reports of similar recordings with guide wires^[@CR3],[@CR5],[@CR27]--[@CR33]^. The next major advance was two decades later, also recording with a microwire^[@CR31]^, closely followed by a landmark study showing the feasibility of a multi-channel EV array with 16 electrodes^[@CR3]^. Another recent study in the field showed recordings from a nanowire electrode array (0.6 µm diameter) in a capillary^[@CR32]^. Most studies prior to 2016 were performed in humans undergoing surgery or in animal models acutely and therefore only lasted a few hours. The next major study was published in 2016 with electrodes mounted on a self-expanding stent^[@CR1]^. This study was the first to show the ability to chronically implant a stent mounted electrode array into a blood vessel and record neural information over periods up to 6 months. Endovascular technology has progressed significantly from the earliest use of a wire in the brain to record brain signal to catheter mounted devices and now stent mounted devices^[@CR5]^. In the last 10 years, there have been few reports of brain signal recording from acute implantation of catheters or wires in a cortical blood vessel^[@CR4],[@CR18],[@CR20]--[@CR22],[@CR33]^. Two studies, He *et al*.^[@CR18]^ and Bower *et al*.^[@CR4]^ also evaluated the signal quality of the recordings using electrodes acutely placed in blood vessels in acute implantation lasting a few hours and added significantly to the field.

Bower *et al*.^[@CR4]^ showed for the first time that microelectrodes (40 µm diameter) could record cortical signals from within a blood vessel. Using a porcine model, a catheter-based electrode array was placed into the superior sagittal sinus (SSS) via a small incision in the vein. High amplitude spikes (\>0.5 mV) were generated using penicillin injections into the cortex and acute recordings from an endovascular catheter array (macro ring electrode and micro disc electrodes) were compared to subdural arrays. The authors noted that epileptiform spikes from 40 µm disc electrodes and a 1 mm wide ring (other dimensions not reported) placed endovascularly had the same amplitudes as 40 µm and 2 mm disc electrodes placed subdurally. They also noted spatially localized 'microspikes' recorded by the SD and EV microelectrode arrays, but not on the macro arrays. However, the paper did not quantify the SNR of the recording or the spatial resolutions obtainable by the electrodes. Typical oscillations in the brain recorded by subdural and epidural arrays range in the order of 10--500 uV^[@CR34]^ while, during an epileptic event, the synchronized high amplitude signals may not be easily differentiated. The high amplitude spikes would also make it difficult to quantitatively differentiate recording properties between electrode sizes or the effect of the tissue surrounding the electrodes. It is noteworthy that similar qualitative patterns were noted on both microarrays that were different from macroarrays. The study showed the feasibility of electrodes within a blood vessel in recording epileptiform spiking, leading to the conclusion that endovascular arrays would be useful in recording neural signals toward localization of epileptogenic foci.^[@CR16]^

He *et al*.^[@CR18]^ used a guidewire electrode similar to previous studies^[@CR5]^ in a porcine model and showed that guidewire electrode recording quality defined by the SNR of auditory and visual evoked potentials was superior to (scalp) electroencephalography (EEG). The comparatively superior SNR of guidewire electrode recording was not surprising as the skull is a strong attenuator of cortical signals and the guidewire electrodes were under the skull. It is more important to evaluate whether endovascularly placed electrodes are comparable to SD and ED electrodes^[@CR1],[@CR4]^ which are all implanted under the skull and closer to the brain than EEG. He *et al*. found a dependence of SNR on location of the wire; however, the spatial resolution was not quantified. Interpolation of the figures appears to indicate spatial resolution in the order of 10's of millimeters, though it would be expected that the spatial resolution of endovascular electrodes would be close to that of subdural and epidural arrays in the order of 2--6 mm.

While both Bower *et al*.^[@CR4]^ and He *et al*.^[@CR18]^ showed some quantification of signal quality, both studies used catheters or guidewire mounted electrodes to perform recordings^[@CR5]^. Furthermore, both studies show recordings over an acute implantation period of a few hours. Until now, only Oxley *et al*.^[@CR1]^ has demonstrated a stent-based device that can be chronically implanted into the blood vessel and record neural activity. Furthermore, a chronic six month study^[@CR1],[@CR23],[@CR25]^ used electrodes opposing the blood vessel wall, which showed that the process of incorporation of the electrode takes approximately 14 days and recordings before this time were highly variable and, in some cases, not differentiable from noise. To date, the stent mounted technique is the most feasible technique for chronic implantation and recording, making it possible to envision multiple applications of the minimally invasive EV neural interface^[@CR1],[@CR5],[@CR35]^.

In our previous work^[@CR1]^, we compared the signal bandwidths and artefacts of the first generation chronically implantable stent-based EV device with macro SD and ED electrodes. The SD and ED electrodes used in the study were much larger than the EV electrodes, leading to a skewed view toward the larger electrode sizes. In this previous work, we alluded to the potential of high spatial resolution with the EV arrays, but this was not evaluated. Furthermore, the SNR and the effect of noise on the signals were not investigated. Further work is required to understand the clinical utility and to establish comparability to conventional electrodes to be considered as a feasible method neural interfacing.

In the present manuscript, we evaluate the SNR and the ability to detect a signal with the EV array (Fig. [1a](#Fig1){ref-type="fig"}) in comparison to SD and ED arrays (Fig. [1b](#Fig1){ref-type="fig"}). Measurements were made three weeks after implantation, providing sufficient time for incorporation of the devices into the blood vessel wall. In all previous studies except Oxley *et al*. measurements were made within minutes/hours after implantation and, therefore, prior to incorporation of the electrodes into the tissue. Efficacy of brain recordings, such as those obtained using EV, SD, or ED arrays, can be characterized by the recording bandwidth, signal-to-noise ratio (SNR), and spatial resolution. The bandwidth provides an estimate of the maximum frequency range over which neural information can be used for useful interpretation of the brain signals. The SNR is a critical feature of any clinical neural interface as it has a strong correlation with decoding performance for a BMI^[@CR36]--[@CR38]^. The spatial resolution achievable with any given device demonstrates its ability to record spatially localized activity. Arrays with better spatial resolution can record spatially specific information that is vital in accurately decoding movement intent in a BMI^[@CR36],[@CR39],[@CR40]^.Figure 1Implanted devices, their placement, and example recordings. (**a**) EV array. (**b**) ED/SD array (Cortec gmbh, Freiburg, Germany). (**c**) X-ray image of the ED array (left), EV array (middle, implanted in the superior sagittal sinus), and SD array (right) implanted in a sheep brain. R, rostral. (**d**) MRI reconstruction of the sheep brain with the major veins shown. The box region shows the implantation site of the arrays, with the superior sagittal sinus marked in green. All scale bars are 5 mm. Averaged electrically evoked potentials were obtained by stimulating the median nerve at different current levels using cathodal monophasic constant current pulse, while simultaneously recording from the (**e**) SD, (**f**) EV, and (**g**) ED arrays. Red \* indicates threshold level of stimulation.

In the present study, we systematically investigated the effects of electrode size and location on the signal bandwidth, sensitivity, SNR, spatial profile, and ability to decode the recordings. We compared the signal quality of recordings obtained with EV arrays to those from conventional SD and ED arrays implanted in sheep. The results demonstrate that that the EV array is a suitable candidate to decode neural information that may be used in a BMI.

Results {#Sec2}
=======

Figure [1](#Fig1){ref-type="fig"} shows the electrode arrays used in this study (Fig. [1a,b](#Fig1){ref-type="fig"}), placed in the superior sagittal sinus of sheep (Fig. [1c,d](#Fig1){ref-type="fig"}). Example recordings during median nerve stimulation are shown in for SD, EV and ED arrays in Fig. [1e--g](#Fig1){ref-type="fig"} respectively. The red asterixis shows where a discernible response to the stimulation of the median nerve was detected. The evoked potential waveforms of Fig. [1(e--g)](#Fig1){ref-type="fig"} showed differences in the waveform shapes when visually assessed. The differences in the shapes were not consistent across all animals and, since electrode positions across experiments varied in each animal, the waveform shapes were thus not assessed. However, waveform shapes may hold additional information regarding the underlying neural of the response and would be better suited to be addressed in an animal model that is better understood, with comprehensive literature and understanding of the structure and function of cerebral cortex.

Comparison of bandwidths of SD, EV and ED arrays {#Sec3}
------------------------------------------------

The bandwidth of surface local field potentials (LFP), such as those that are recorded by the SD, EV, and ED arrays, have been reported to be less than 500 Hz^[@CR1],[@CR34],[@CR41]^. The limit of the amount of information that can be recorded is thought to be related to the distance between the recording electrodes and the target neurons and to the sizes of the electrodes^[@CR36],[@CR37]^. The bandwidth of recorded signals provides an estimate of the quantity of information that can be obtained using the SD, EV, and ED arrays. Figure [2a](#Fig2){ref-type="fig"} shows frequency spectra and bandwidth estimations from representative electrodes of the three arrays from baseline recordings in awake, resting animals. The power spectra in Fig. [2a](#Fig2){ref-type="fig"} show that the differences in the powers were evident across all frequency bands and not limited to the frequencies representing the noise. The raw power spectra were not normalized for comparison of the maximum bandwidth.Figure 2Electrode bandwidths. (**a**) Frequency spectra from representative 500 µm SD, EV, and ED electrodes, displaying characteristic (1/f) frequency responses. Band powers were calculated in individual 2 s windows using the Thompson multitaper method with a centre frequency of 1 Hz (2 Hz resolution). Dashed vertical lines and numbers indicate calculated maximum bandwidths. Grey bars indicate respective noise floors. (**b**) Maximum bandwidths for ED, EV, and SD arrays for electrode sizes 500, 750, and 1000 µm. Circles show individual values, centre lines show mean values, error bars show standard error of the mean. Two-way ANOVA showed no significant effect of either the array location (p = 0.75) or electrode size (p = 0.15) on the bandwidth.

Figure [2b](#Fig2){ref-type="fig"} shows bandwidths measured from each array and with each electrode size. Bandwidth from all arrays were normally distributed and showed large variability in bandwidth across electrodes. Two-way ANOVA showed no significant effect of either the array location (F(1,147) = 0.1, p = 0.75) or electrode size (F(1,147) = 2.08, p = 0.15) on the bandwidth. There was no significant interaction between recording location and size of electrode (F(3,147) = 0.38, p = 0.76). In our previous study^[@CR1]^, the SD and ED electrodes were larger in size (4 mm diameter) than the EV (0.75 mm diameter), which possibly influenced the bandwidths recorded^[@CR42]^.

Single trial signal-to-noise ratios of SD, EV and ED arrays {#Sec4}
-----------------------------------------------------------

The efficacy of neural recording in detecting neural events and decoding activity is improved with greater signal amplitude relative to background noise. Therefore, signal-to-noise ratio (SNR) is a useful measure of signal quality, where SNR = 1 indicates equal signal and noise levels. For a BMI, it is important that the SNR is as high as possible to ensure recordings yield high decoding accuracy^[@CR43]^. Figure [3a](#Fig3){ref-type="fig"} shows change in SNR of 750 µm electrodes with different numbers of trials included in the average response. Slope here shows the rate of change of the SNR with number of trials. Figure [3b](#Fig3){ref-type="fig"} shows the single trial SNR, Fig. [3c](#Fig3){ref-type="fig"} shows the SNR calculated on the signal after 10 consecutive trials were averaged together, and Fig. [3d](#Fig3){ref-type="fig"} shows the slope of the fits in Fig. [3a](#Fig3){ref-type="fig"} for all arrays and animals.Figure 3Signal-to-noise ratios (SNRs). (**a**) Example of SNRs vs. number of trials (repetitions of stimuli) for the ED (green), EV (purple), and SD (orange) 750 µm diameter electrodes. Example traces were taken from electrodes closest to each other as determined on an x-ray image. Shaded areas indicate standard error of the mean. The lines are straight line fits (y = P\*x + Q) for each array, where x is the number of trials, P is the slope of fit line, and Q is the intercept. (**b**) Single trial SNR. (**c**) SNR averaged over 10 trials. (**d**) The slopes 'P' of the fit lines shown in (**a**). Symbols show individual values, centre lines show mean values, error bars show standard error of the mean. Mood median test showed no significant effect of electrode size or location on either; (**b**) single trial SNR, (**c**) Trial averaged SNR or (**d**) the slope of fit line (p \> 0.05).

The data were not normally distributed with differences in standard deviations and varying distribution shapes; therefore, a Mood median test was performed to quantify the effect of electrode size and array location on the SNR. The single trial SNR (Fig. [3b](#Fig3){ref-type="fig"}) did not show a statistically significant effect of electrode size (χ^2^ = 2.17, DOF = 2, p = 0.33) or array location (χ^2^ = 1.79, DOF = 2, p = 0.40). Similarly, the trial averaged SNR (10 trials) in Fig. [3c](#Fig3){ref-type="fig"} showed the effects of electrode size (χ^2^ = 5.07, DOF = 2, p = 0.07) or array location (χ^2^ = 3.24, DOF = 2, p = 0.19) were not statistically significant. However, it should be noted that the SNR of the SD showed a wide range of values (interquartile range (IQR) = 15.89) with a bimodal distribution compared to the those of the EV (IQR = 1.71) and ED arrays (IQR = 2.45), which showed unimodal distributions. The wide range and bimodal distributions of SD-SNR values in Fig. [3b--d](#Fig3){ref-type="fig"}, indicate that some SD electrodes outperformed the EV and ED arrays. The rate of change of SNR (Fig. [3d](#Fig3){ref-type="fig"}) from 1 to 10 trial averages given by the slope also showed no significant effect of electrode size (χ^2^ = 2.63, DOF = 2, p = 0.26) or array location (χ^2^ = 0.14, DOF = 2, p = 0.93). Since the SD array is closer to the neural tissue than the ED and EV arrays, a higher SNR would be anticipated. The thickness of the dura in sheep measured 80--100 µm, with cerebrospinal fluid (CSF) separating the dura and the brain; in previous work, we showed the SSS vessel wall thickness varied from 200--600 µm^[@CR25]^. The binomial distribution of the SNR of SD arrays may have also resulted from electrode locations where some electrodes on the SD array were closer to the source of the evoked potentials. The binomial distribution of the SNR of SD arrays may have also resulted electrode locations where some electrodes on the SD array were closer to the source of the evoked potentials. Previous work has also shown SD electrodes tend to have higher amplitudes than ED electrodes^[@CR42]^. Our results indicate that, four weeks after implantation, the SNR of SD, EV, and ED electrodes were not significantly affected by electrode size. However, some electrodes on the SD array clearly outperformed the SNR of the EV and ED arrays, whereas other SD electrodes showed an SNR comparable to those of the EV and ED arrays.

Spatial resolutions of SD, EV and ED arrays {#Sec5}
-------------------------------------------

The spatial resolution of an array refers to the ability of the array to localize discriminable neural signals. Spatial resolution is largely a function of distances between recording electrodes on an array, distances between electrodes and neural signals of interest, and electrode sizes. Higher spatial resolution provides greater specificity for a BMI^[@CR44]^.

Our results showed that spatial resolution was frequency dependent and was dominated by array location at lower frequencies but not by electrode size for electrodes between 500-100 µm in diameter. Figure [4 (a--c)](#Fig4){ref-type="fig"} show a reduction in the magnitude squared coherence with increasing inter-electrode distances for ED, EV, and SD arrays. The data have been fitted with exponential curves^[@CR39]^. The dashed horizontal line at coherence = 0.3 shows the threshold level above which the data from the two electrodes were said to be arising from a common source.Figure 4Spatial resolution. Representative data showing the estimation of spatial resolution using magnitude squared coherence versus the inter-electrode distance for (**a**) ED, (**b**) EV, and (**c**) SD electrodes. Fits were estimated as an exponential function of the magnitude squared coherence and were weighted to the inverse of the inter-electrode distance. The dashed horizontal line at 0.3 shows the level at which the signals between signals were considered independent. (**d**) Spatial resolutions at 8--24 Hz. (**e**) Spatial resolutions at 25--80 Hz. (**f**) Spatial resolutions at 81--120 Hz. (**g**) Spatial resolutions at 121--180 Hz. Symbols show individual values, centre lines show mean, error bars show standard error of the mean. Kruskal-Wallis test showed a significant effect of electrode location in the low frequency (**d**) (p = 0.003). However, there was effect of electrode size at any frequency band (p \> 0.05) or electrode location at frequencies greater than 24 Hz (**e**--**g**). (**h**) Frequency dependence of spatial resolution, symbols indicate electrode size and lines are global fits at each electrode size and array. Pearson's correlation analysis showed strong negative correlation between spatial resolution and frequency for all electrode sizes with SD arrays ρ \> 0.6 (p \< 0.05); moderate negative correlation 750 µm diameter EV electrodes ρ = 0.45 (p \< 0.05); and weak correlations not significantly different to zero for ED electrodes and 500 µm diameter EV electrodes (p \> 0.1).

Figure [4 (d--g)](#Fig4){ref-type="fig"} show the mean spatial resolutions for all the arrays at each electrode size in four frequency bands: 8--24 Hz, 25--80 Hz, 81--120 Hz, and 121--180 Hz. The data were normally distributed but unbalanced with a sample size limited to the number of animals -- ED (N = 5 animals), SD (N = 5 animals), and EV (N = 6 animals), so we used a Kruskal-Wallis test to compare medians of spatial resolutions between groups. Spatial resolution measurements were repeated in the 8--24 Hz frequency band (Fig. [4d](#Fig4){ref-type="fig"}), the median spatial resolutions at different array location (SD, EV, and ED) was statistically significant (χ^2^(2) = 11.42, p = 0.003) but the median spatial resolutions did not vary significantly with effect of electrode size (χ^2^(2) = 1.28, p = 0.52). The median spatial resolution from EV electrodes varied least from the median of all groups (z = 0.45) while the median spatial resolution of the ED arrays was lower (z = −2.29) and the median SNR of the SD arrays was higher (z = 2.78) than the median of all groups.

In the 28--80 Hz frequency band (Fig. [4e](#Fig4){ref-type="fig"}), the median spatial resolution did not vary significantly with either the array location (χ^2^(2) = 5.83, p = 0.054) or electrode size (χ^2^(2) = 4.97, p = 0.083). Similarly, in the 81--120 Hz frequency band (Fig. [4f](#Fig4){ref-type="fig"}), median spatial resolution did not vary significantly with either the array location (χ^2^(2) = 5.63, p = 0.06), or electrode size (χ^2^(2) = 1.81, p = 0.40). Likewise, in the 121--180 Hz frequency band (Fig. [4g](#Fig4){ref-type="fig"}), there was no statistically significant effects of array location (χ^2^(2) = 2.22, p = 0.33) or electrode size (χ^2^(2) = 0.88, p = 0.64) on the spatial resolution.

Figure [4h](#Fig4){ref-type="fig"} shows the changes in spatial resolution with frequency for SD, EV, and ED arrays at all electrode sizes. Fit lines shown are global linear regressions for each electrode size in all arrays. Pearson's correlation showed there was a moderate to strong negative correlation between spatial resolution and frequency, at all electrode sizes for SD arrays (500 µm, ρ (2) = −0.60, p = 0.005; 750 µm, ρ (2) = −0.78, p = 0 0.0001; 1000 µm, ρ (2) = −0.62, p = 0.003). There was also a moderate negative correlation between spatial resolution and frequency for 750 µm EV arrays (ρ (2) = −0.46, p = 0.02). There were weak negative correlations observed between spatial resolution and frequency at all electrode sizes for ED (500 µm, ρ (2) = −0.13, p = 0.56; 750 µm, ρ (2) = −0.30, p = 0.20; 1000 µm, ρ (2) = −0.33, p = 0.15) and 500 µm EV arrays (ρ (2) = −0.25, p = 0.25); however, these weak negative correlations were not significantly different from zero.

Results showed that the spatial resolution was frequency dependent and varied with the array location and to a lesser extent on the electrode size. At the onset of the study, it was expected that SD arrays would have the highest spatial resolution since the SD electrodes are closest to the brain and in contact with the cortical surface. However, there were minimal effects of array location on the spatial resolution at frequencies greater than 24 Hz in the resting state. In all three arrays, there was no effect of electrode size in electrodes between 500--1000 µm in diameters.

Single trial decoding performance of evoked potential in SD, EV and ED arrays {#Sec6}
-----------------------------------------------------------------------------

The goal of BMI technology is to decode neural signals accurately to control external interfaces. Accuracy of control provides a measure of the reliability of the decoding. The accuracy of decoding is a key indicator of the ability to decode discrete user activity and is dependent on several factors. One key factor that could enhance decoding accuracy is the effect of the SNR on the signal. We therefore measured the accuracy of decoding discrete evoked potentials in sheep.

Figure [5a](#Fig5){ref-type="fig"}, shows the dependence of the decoding accuracy in detecting an evoked potential on the number of trial averages for the SD (N = 5 animals), EV (N = 6 animals) and ED (N = 5 animals), arrays. A global linear regression applied to the decoding accuracy in Fig. [5a](#Fig5){ref-type="fig"}, from all animals for each array, showed the performances of the three arrays were comparable with overlapping confidence intervals. Slopes of the global fits were 2.642 (r^2^ = 0.77, p = 0.0001) for ED arrays, 2.97 (r^2^ = 0.74, p = 0.0001) for EV arrays, and 2.60 (r^2^ = 0.72, p = 0.0001) for SD arrays. Tukey corrected multiple paired t-tests between the accuracies of SD, EV, and ED arrays also showed no statistically significant differences in the decoding accuracies (p \> 0.05 for all comparisons).Figure 5Decoding accuracies. (**a**) Decoding accuracy of evoked potentials versus number of trials used in calculating the average. Symbols indicate different animals and colours indicate the ED (green), EV (purple), and SD (orange) arrays. The fit lines are global fits on decoding accuracy across all animal; ED (N = 5 animals), SD (N = 5 animals), and EV (N = 6 animals) for each array. The symbols for each array have been adjusted in the x-axis direction to improve visualization. Dashed lines show 95% confidence intervals. Global Fit lines showed a good fit to all arrays r^2^ \> 0.7. (**b**) Dependence of the decoding accuracy on SNR. Both decoding accuracy and SNR are normalized to the max of decoding accuracy and SNR, respectively, in each animal Dotted lines show global fits across all animals. Pearson's correlation showed strong (ρ \> 0.7, p \< 0.05). correlation between SNR and decoding accuracy for all arrays.

Figure [5b](#Fig5){ref-type="fig"} shows the dependence of the decoding accuracy on the SNR. Both SNR and decoding accuracy were normalized by their maximum value within each animal due to large inter-animal variability. There was a linearly increasing improvement in decoding accuracy with increasing SNR. Pearson's correlation calculated for each animal showed a strong correlation \[ρ (degrees of freedom)\] in all arrays. Mean correlations ρ (2) (N, standard deviations) were: ED, ρ (2) = 0.77 (N = 5, σ = 0.393), p = 0.048; EV, ρ (2) = 0.80 (N = 6, σ = 0.11), p = 0.041 and SD ρ (2) = 0.92 (N = 5, σ = 0.03), p = 0.001.

Results showed that there were no differences in decoding accuracies from the ED, EV, or SD arrays. However, we found that there was a strong correlation between SNR and the decoding accuracy in all three arrays.

Discussion {#Sec7}
==========

To date literature in endovascular electrocorticography has been sparse^[@CR5]^. However, since 2016 there has been a steady increase in the literature in endovascular electrocorticography owing to the steady improvements in the technology^[@CR5]^. Thus far previous work has shown that: endovascular electrodes may be placed in a cortical blood vessel to record and stimulate the brain^[@CR1],[@CR3],[@CR5],[@CR18]--[@CR22],[@CR45],[@CR46]^; signals quality is likely comparable to that of other intracortical arrays^[@CR1],[@CR4]^; electrode size (micro versus macro electrode) affects the type of signal recorded (i.e. smaller electrodes \<100 µm diameter can recording local field potentials)^[@CR4]^. However there are notable discrepancy between studies^[@CR1],[@CR4],[@CR42]^ relating the effects of dura on the signal recorded.

Here, we show that: (1) The decoding accuracy is comparable between the EV, SD and ED arrays; (2) There is a correlation between the signal-noise-ratio and classification accuracy in all three recording modalities; (3) Bandwidth spatial resolution and signal to noise ratio of recordings from the EV arrays are comparable to SD and ED recordings; (4) The dura does not significantly reduce the signal to noise ratio; and (5) SD arrays had the best spatial resolution of the three arrays only at frequencies below 25 Hz. These results extend prior work by comprehensively addressing equivalence of EV recordings to standard ED and SD arrays with regard the bandwidth, signal-to-noise ratio, the spatial resolution and decoding ability of these devices for potential BCI applications.

Neither the dura nor the blood vessel significantly affect signal quality or performance. While some differences were observed in the signal waveform and the signal powers between electrodes on the SD, EV, and ED arrays, the SNR was similar across the three arrays; i.e., the absolute power was smaller but not the SNR. This indicates that the noise and the signal changed proportionally in the three arrays. For example, the EV array showed the lowest raw power, resulting from the low signal amplitudes seen on the EV array; however, the SNR was comparable with the SD and ED arrays. Contrary to some literature^[@CR42],[@CR47],[@CR48]^, our results indicate that there was negligible effect of dura or blood vessel on the quality of the signals. This was also seen in the decoding performance, where there were no significant differences between ED and SD recordings^[@CR49]^. Bower *et al*.^[@CR4]^ also showed a similar result where there were no discernible differences between SD and ED electrodes. The finding that there was no discernible difference between SD and ED was surprising as the SD arrays which are closer to the brain than the ED arrays. The ED similar to the EV array is separated from the brain by the dura and CSF. In addition, the EV array has an additional layer of the blood vessel wall in the case of EV. It would be expected that some differences in signals would have been evident that relate to the distance from the brain or the tissue. The result of Bower *et al*.^[@CR4]^ may have been due to the large epileptiform spiking amplitudes (0.5--1 mV) used to assess the signal which are much greater than typical intracortical brain signals of 10--50 µV amplitudes. At these high amplitudes typical intracortical brain signals may not be discernible as by Bower *et al*.^[@CR4]^. In the present study we showed that the electrode location affected the spatial resolution at low frequencies but there were no significant differences in the signal quality measured by the bandwidth, SNR and decoding ability. The lack of difference in signal quality in particular SNR of the three array types in the present study may be due to the time points at which signal quality was assessed. The time points used in this study are 25 days post-implantation for the EV array and 21 days post-implantation for the ED and SD arrays. Chronic histological studies have also shown that the immune response to SD and ED arrays results in an immediate fibrous tissue encapsulation occurring over 14 days, followed by long-term tissue responses^[@CR50],[@CR51]^. The EV arrays are not encapsulated with a fibrous layer, instead, they are covered by a thin layer of endothelium^[@CR1],[@CR25]^. It is reasonable to consider that fibrous tissue encapsulation in SD arrays would result in a migration of implanted electrodes further away from the surface of the brain. It is possible that the advantage of the SD array being close to the brain may be circumvented by the fibrous encapsulation post-implantation, making the SNR and bandwidth of the ED, SD, and EV recordings more comparable.

Previous work^[@CR47]^ also noted that the dura itself did not change the spatial resolution but rather it was the thickness of the CSF that made the greatest difference. Furthermore, conductivity measures of CSF, endothelium and dura are higher than that of fibrous tissue^[@CR52],[@CR53]^ such as would be expected to be encapsulated around SD and ED electrode. It can therefore be concluded that neither the dura nor the blood vessel significantly affect the recorded signal quality or performance.

Llinás, 2005 and Watanabe, 2009^[@CR32],[@CR33]^ suggested the possibility of using a 'nanoprobe' that can endovascularly record the electrical activity of a single neuron, or small group of neurons. Thus far, work in endovascular neural interfaces suggests that high frequency brain signals^[@CR1],[@CR4],[@CR31]^ such as signals in the high gamma range, fast ripples and high frequency oscillations are possible from electrodes placed on the surface of the brain, but the ability to record multiunit activity using the endovascular approach has not been shown. Two key factors that determine electrodes ability to record multiunit activity are electrode size and distance from neurons^[@CR36],[@CR54]--[@CR56]^. Modelling studies have predicted that electrodes \<50 μm in diameter will be able to record brain signals in the range of local field potentials and multiunit or single unit spiking while larger electrodes can record fast ripples and cortical oscillations including cortical oscillations^[@CR36],[@CR43],[@CR47],[@CR57]^. With small electrode, the "listening sphere" is small. Since recording from a neuron is a function of distance; the electric field falls as a square of the distance from the source (1/r^2^). This would imply that to record multiunit activity recording electrodes would need to be closer to 200 μm from target neurons^[@CR55],[@CR58]--[@CR60]^. The distance between the electrode within a blood vessel in the superior sagittal sinus was calculated between 260--680 μm. It could be speculated that high resolution recordings such as LFP's may be theoretically possible if electrodes were small \<50 μm in diameter and less than 200 μm from the region of interest. While theoretically possible to achieve multiunit recordings endovascularly, present generation devices will require significant design changes to achieve this. Furthermore, electrodes would need to be located within the cortical blood vessels, such as the central sulcal vein, where the distance between the electrode and the brain were was minimized to under 200 μm. Further work, should investigate the possibility of high resolution recording from the brain and the possibility of recording multiunit activity from within a blood vessel.

The SNR of the EV array is a strong indicator of decoder performance. The SNR of the signal was strongly correlated with offline decoder performance, with higher SNR resulting in greater decoding accuracy. As expected when SNR was close to 1, the decoding performance was close to chance. This is not surprising considering the many noise sources in neural recordings including thermal noise, movement artefacts, ambient electrical noise, etc. Results showed that the signal and the noise scale together, irrespective of the separate locations of implantation (SD, EV, and ED). Averaging trials has been used as one method of improving the SNR, however, in an ideal BMI it may not be viable to average multiple trials, as this will limit the speed at which assistive technologies can be commanded and controlled. Therefore, methods of improving SNR, such as active grounding, referencing, etc., should be considered more thoroughly.

The EV array is a potential minimally-invasive alternative to SD and ED as a brain-activated switch. The aim of a BMI is to create a bridge between the brain and the external world via prostheses. Recent work has shown the transforming nature of a brain-activated switch in one person who was completely locked-in by providing thought-controlled spellers and cursor control^[@CR9],[@CR61]^. Brain-activated switch-type BMIs utilizing brain surface potentials, such as those obtained from SD and ED arrays, have emerged as a viable signal for long-term neural interfacing in BMI. Previous work with SD and ED arrays showed no difference in their abilities to decode neural signals^[@CR49]^. Our results show that the signal quality, defined by the bandwidth of recording and the signal-to-noise ratio, is not significantly different between the ED, EV, and SD arrays. Our results also show that the decoding accuracy in detecting an evoked potential is also comparable between ED, EV, and SD arrays. The promising prior results from ED and SD arrays suggest that the EV array may be a viable location of BMI control that bypasses the need for a craniotomy. These results shed further light on the findings of Bower *et al*.^[@CR4]^ who found SD and EV electrodes performed reliably and concluded similarities in the recordings. These results further motivate a clinical trial where movement intent may be decoded to control external devices such as a speller or a wheelchair.

Critical factors that affect decoding neural activity are the bandwidth of information, the distance from target neurons, density of electrodes, and noise in the recording. Regarding the quality of data recorded (Bandwidth and SNR), the EV array is comparable to ED and SD arrays. However, the coverage that can be achieved by present EV arrays is limited to a few centimetres and can only be near brain areas adjacent to sizeable blood vessels; the impact of these limitations remains to be evaluated. The spatial resolution in this study was limited by the inter**-**electrode distances and electrode sizes. Larger reductions in the electrode size could increase spatial resolutions and allow for the implantation of electrode arrays with greater electrode numbers.

Previous work in BMI showed that the medial wall along the superior sagittal sinus contains a wealth of information about movement and movement intent^[@CR62]^. It would be ideal to resolve this information within the medial wall in the posterior parietal cortex, primary motor cortex, and supplementary motor area to control movement of external objects. The medial wall would be an ideal location for the location of the EV array in humans. With the spatial resolutions, presently achievable with the EV along with the signal quality, it would be feasible to achieve discrete control with a small number of electrodes within a blood vessel in the brain.

Recent technological advances have led to the emergence of endovascular arrays for chronic recording of brain signals. We have demonstrated that the quality of recordings from endovascular arrays is comparable to recordings from epidural and subdural arrays, with reduction in electrode size resulting in enhanced spatial resolution across all arrays. These findings indicate that the endovascular array provides hope for a minimally-invasive technique for recording neural activity from the brain without the need for craniotomy. Importantly, the finding that the performance of the endovascular array is comparable to subdural and epidural arrays provides support for a minimally-invasive brain sensor with potential for use in a closed-loop neuromodulation system, such as a brain-machine interface.

Methods {#Sec8}
=======

Animals {#Sec9}
-------

Six adult Corriedale ewes weighing 60--70 kg were used in this study. Experiments were conducted at The Florey Institute of Neuroscience and Mental Health and were approved by the Florey Institute Animal Ethics Committee. Studies were in accordance with the NHMRC Principles of Laboratory Animal Care, Prevention of Cruelty to Animals Act, Australia, 2004, and the NHMRC Australian Code of Practice for the Care & Use of Animals for Scientific Purpose (seventh edition, 2004).

Six animals were implanted with ED, EV, and SD arrays, however two of the SD and ED arrays and one of the EV arrays developed faults at the connector. Therefore, we evaluated the quality of recordings obtained from the ED (4 arrays), EV (5 arrays), and SD (4 arrays) arrays from six animals. As illustrated in Fig. [1](#Fig1){ref-type="fig"}, the ED and SD arrays were placed on different hemispheres and were adjacent to the EV array. The SD and ED arrays were manufactured by Cortec GMBH, Germany and the EV arrays were made in-house^[@CR1],[@CR25]^. The SD and ED arrays comprised 24 electrodes, with eight electrodes each of 500 µm, 750 µm, and 1000 µm diameter. Inter-electrode distance between similar electrode sizes was 4 mm and adjacent dissimilar sizes was 1.5 mm. The EV array had two sizes of electrodes, 500 µm and 750 µm; inter-electrode distance varied between electrodes (\~2--6 mm). All electrodes were made of platinum. In this study, we used three electrode sizes for the ED and SD arrays and two sizes for the EV array. The largest size on the ED and SD arrays of 1 mm diameter would not fit within the dimensions of the blood vessel to be implanted and so was not used on an EV array. The 1 mm diameter was used in the ED and SD arrays based on previous studies showing that this is the optimum size to improve noise susceptibility while maintaining acceptable spatial resolution for a brain-computer interface^[@CR36]^. Device positions were assessed immediately after deployment, and prior to termination of the experiment.

Surgery {#Sec10}
-------

Animals were administered antiplatelet medication (Aspirin, 100 mg) daily from two days prior to implantation to minimize thrombosis and this was continued until the termination of the experiment. To induce anaesthesia, animals were premedicated with sodium thiopentone followed by intubation and ventilation with Isoflurane in air/O~2~. A cut-down and direct cannulation of the jugular vein was followed by advancement of a coaxial catheter system into the superior sagittal sinus, adjacent to the motor cortex^[@CR1],[@CR25]^. Implantation of the EV array was performed under visual guidance using digital subtraction angiography (Arcadis Avantic, Siemens, Munich, Germany) as reported previously^[@CR1],[@CR25]^. Percutaneous leads of the arrays exited the skin at the back of the neck.

After a 3--4 days recovery period, the animals underwent a second surgery to implant the cortical surface arrays. Under anesthesia (Isoflurane), the SD and ED arrays were implanted via craniotomy (1.4 × 0.8 cm) over the motor and somatosensory areas (Fig. [1](#Fig1){ref-type="fig"}). The exposed dura was covered with silicone sheet and then with dental cement. Percutaneous leads of the arrays exited the skin at the back of the neck similar to the EV device. The animals were kept in individual pens for periods of 3--4 weeks, which we have shown is sufficient for all the electrodes to be incorporated into the tissue^[@CR1],[@CR25],[@CR63]^.

Prior to termination of the animal, in an acute experiment, animals were pre-medicated with a bolus of Sodium Thiopental followed by maintenance with Propofol and ketamine. Following intubation, the animals were ventilated with air. The median nerve in the sheep was exposed and stimulating needle electrodes were implanted 5 mm apart, and cortical evoked potentials in response to median nerve stimulation were recorded. Both left and right legs were stimulated. Animals were euthanized with an overdose of pentobarbital.

Cortical Recordings {#Sec11}
-------------------

Cortical electrophysiological signals (ECoG) were recorded using a g.tec USB amplifier (g.Tec, GMBH, Germany) at a sampling rate of 4800 Hz. ECoG recordings were analyzed using MATLAB (MathWorks Inc., Natwick, USA). Signals were band-pass filtered between 4--2400 Hz using a 4^th^ order butterworth filter and 50 Hz noise and associated harmonics were removed using a IIR comb filter. Broken electrodes were identified when the impedances were greater than 1 MΩ at 1 kHz and these were removed from the analysis. Artefacts, such as spikes due to the electronics or cable movement, were seen in awake recordings. Electrical artefacts were identified where the RMS amplitudes in 0.1 s segments with 0.05 s overlap between segments were greater than 20 times the average RMS amplitude of all electrodes of the array. Artefacts caused by chewing were identified using a Hilbert transform to obtain an envelope of the artefact and finding prominent peaks in the envelope. Segments with artefacts were visually verified and removed from further analysis. Recordings were common average re-referenced to the average of all electrodes of the same size on each array. For example, each 500 µm electrode within the EV array was common average referenced to all 500 µm electrodes on the EV array.

### Signal Bandwidth {#Sec12}

The bandwidth of the recorded signal is a meaningful indicator of electrode performance since ECoG follows a typical 1/f decrease in the signal amplitude ending in a flat response equal to the noise floor, where the signal is indistinguishable from the noise. To evaluate the bandwidth of recordings, the signals were recorded in awake animals 3 weeks after implantation. The animals were either standing or sitting in their pen with minimal interaction with the surroundings. Recordings were separated into 2 s windows and the power spectra were calculated for each electrode using the Thompson multitaper method with a centre frequency of 1 Hz (2 Hz resolution). The noise of each electrode was estimated using the spectral power between 800 Hz and 1200 Hz. This frequency band was chosen as it was the highest frequency band located below the Nyquist frequency and was where the asymptote of the 1/f spectral profile was clearly seen^[@CR1],[@CR42]^. Regions of 10 Hz around each harmonic of 50 Hz were ignored in the analysis. Median spectral content in each 10 Hz bin (between 4 Hz to 1200 Hz) were compared to the noise estimate. A 10 Hz bin was considered dissimilar from noise if the median power was greater than the upper boundary of the noise (3^rd^ quartile + 1.5 IQR).

### Signal-to-Noise Ratio (SNR) {#Sec13}

The signal-to-noise ratio (SNR) offers a relative measure of quality of the recorded signal relative to the noise. We computed the SNR from electrically evoked cortical potentials by stimulating the median nerve in anaesthetized animals. Stimulation pulses were generated using a NI-myDAQ and LabView (National Instruments Corp., Austin USA) and passed through an AM-2200 stimulus isolator (AM systems, Sequim, USA).

Stimulation of the median nerve comprised constant current, monophasic, cathodal pulses between two electrodes placed 2 cm apart. Current amplitudes were varied randomly between 0 mA and 6 mA (0.5 mA steps). The maximum amplitudes used for stimulation varied between animals and were between 3 mA and 6 mA to reach maximum visible movement of the leg on stimulation. Stimuli were presented at 0.73 Hz and 10 repetitions were performed at each current level.

We measured the dependence of the SNR on the number of averaged trials for the three recording modalities. Averaging trials in electrophysiology is a strong tool, reducing the effect of noise with each additional trial. The slope (rate of change in the SNR with increasing number of averages) of the SNR, single trial SNR and 10 trial averaged SNR were expected to be different for varying array locations and electrode sizes. Both left and right limbs were stimulated, however only the stimulation with the lowest threshold of the two for each array was used in the SNR analysis. This enabled reducing any bias due where the stimulation was always contralateral to the one array while ipsilateral to another.

The evoked response to median nerve stimulation was analyzed by first segmenting the data into individual current levels and then averaging within each current level. The threshold current level of the evoked potential (*Th*) was detected by finding peaks in the data where the amplitude after the maximum stimulation $\documentclass[12pt]{minimal}
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SNR was defined as the ratio of the root mean square (RMS) at threshold current level (*Th*) at time 100 ms (*t*~100~) after stimulation *t*~0~ ($\documentclass[12pt]{minimal}
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Spatial Resolution {#Sec14}
------------------

Spatial resolution is a measure of the shared neural activity between adjacent electrodes. The spatial resolution achievable by neural recordings depends largely on the array location and size. To evaluate the effect of array location on spatial resolutions, we calculated the magnitude squared coherence^[@CR64]^ between electrodes. Recordings were taken in awake animals while the animals were in their individual pens. Coherence is known to vary with distance^[@CR36],[@CR44]^ that can be approximated by an exponential function ($\documentclass[12pt]{minimal}
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                \begin{document}$$Y=a{e}^{-bx}+c$$\end{document}$)^[@CR39]^. The function 'Y' approximates the rate of change 'b' of the coherence between electrode from a base constant of 'a' at distance 'x' and an offset of 'c'. If the coefficient associated with b and/or d is negative, y represents exponential decay. The spatial resolution is approximated as the inter-electrode distance where magnitude squared coherence equals 0.3^[@CR36],[@CR39],[@CR44]^.

In this study, we used magnitude squared coherence as a measure of spatial resolution during rest while the animal was awake and in its cage. In this period, the coherence would be dominated by the magnitude of the electric fields, which decrease as the inverse of the square of distance, and to a lesser extent functional connection in the brain. Since the correlation was not driven by an evoked stimulus, the correlation would be assumed to be mediated by the electrode's ability to capture the change in the spatial localized brain rhythms. We measured the magnitude squared coherence in frequency bands relevant to motor induced oscillations in the brain (8--24, 25--80, 81--120, 121--180 Hz) as these are most commonly used in ECoG-based BCIs^[@CR65]--[@CR67]^. Magnitude squared coherence was calculated in frequency bands as previous work with ECoG showed that coherence is frequency dependent^[@CR39]^ and provides a robust measure of signal quality for the SD, EV, and ED arrays.

Evoked Potential Decoding {#Sec15}
-------------------------

The decoding performance on the different arrays was assessed by classifying the presence or absence of an evoked potential using the recording features from cortical signals. All analysis was performed at the threshold current level identified earlier. Trials were bootstrap averaged in every combination of trials without replication (*nPr*), where *n* is the total number of trials (10) and *r* is the number of trials (1, 2, 3, ..., 10) used for each average. We estimated the average power in the time in 4--24, 30--45, 55--95 and 105--145 Hz bands using Welch power estimate, on each trial combination. Evoked potential related features (i.e. power in the defined frequency band mentioned above) were extracted from all electrodes on each array and used to detect the presence of an evoked potential using a linear discriminant analysis and a leave half out cross validation where the classifier is trained on 50 percent of trials and then tested on the remaining 50 percent of trials. The process was repeated for every non-repeating combination and the average accuracy is reported.

Statistics {#Sec16}
----------

Statistical tests were performed using MATLAB (MathWorks Inc., MA, USA) or Minitab (Minitab Inc.). Between groups comparison was made using ANOVA's where assumptions of normality and variance were satisfied. Where assumptions of normality and variance were violated Kruskal-Wallis test was used when data distributions between groups were similar and Mood median test was if distribution shapes were different. Pearsons correlation analysis was used to analyse trends in the data and were defined weak (0--0.4), moderate (0.41--0.8) and strong (0.81--1.0).

Data availability {#Sec17}
-----------------

The datasets generated during the current study are available from the corresponding author on reasonable request.

**Publisher\'s note:** Springer Nature remains neutral with regard to jurisdictional claims in published maps and institutional affiliations.

**Change history**

11/27/2018

A correction to this article has been published and is linked from the HTML and PDF versions of this paper. The error has not been fixed in the paper.

We thank Covidien (Medtronic) for provision of 30 Solitaire stentriever devices as a product research grant. T. Dornum, A. McDonald and T. Vale for surgical and animal handling assistance. We also acknowledge Prof. A. Burkitt, Mr. A. Meltzer, Mr. Stefan Wilson, and Mr. T. Scordas for their support and input. This work was funded by the National Health and Medical Research Council of Australia (NHMRC) Project Grant APP1062532, US Defense Advanced Research Projects Agency (DARPA) Microsystems Technology Office contract N66001-12-1-4045; Office of Naval Research (ONR) Global N62909-14-1-N020; Defence Health Foundation, Australia (Booster Grant); and the Victorian Government's Operational Infrastructure Support Program.

S.E.J., N.L.O., T.J.O., G.S.R. and S.M.R., conceived the experiments and hypotheses. S.E.J., N.L.O., G.S.R., T.J.O. and S.H.B. designed experiments. S.E.J., N.L.O., G.S.R., G.G., S.M.R., Y.T.W. performed experiments. S.E.J. developed the analytical tools for the analysis, analyzed data. T.J.B., C.N.M., D.B.G., T.J.O. supervised the analysis, writing and edited the manuscript. All authors contributed extensively to the writing of the paper including analysis and interpretation of the data.

Competing Interests {#FPar1}
===================

Dr's. Opie and Oxley are directors of Smarstent Pty Limited and Synchron Inc. Dr. Oxley and a company associated with Dr. Opie are shareholders of Synchron Inc. Dr. John, Mr. Rind and Mr. Ronayne hold share options in Synchron Inc. Dr. John, Mr. Rind and Mr. Ronayne are employed by SmartStent Pty. Ltd as well as the University of Melbourne. This work was performed under employment at the University of Melbourne. Dr John, Dr Opie, Dr Wong, Mr Rind, Mr Ronayne, Dr. O'Brien, Dr. May, Dr. Grayden, Dr Oxley are listed as inventors on published or submitted patents on stentrode design and/or application. A company associated with Dr. Opie receives a consulting fee from SmartStent. SmartStent did not contribute financially or in kind to the experiments and analyses described in this work. Medtronic PLC (Covidien), Minneapolis, MN provided Solitaire stentriever devices used in this study as a gift. Medtronic was not involved in developing the devices, performing the study or analysis and it did not provide financial contributions to this work. All work was performed under the funding sources mentioned below. No other authors have any financial ties to SmartStent Pty. Ltd.
